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Abstract: The 35-ton prototype for the Deep Underground Neutrino Experiment far detector was
a single-phase liquid argon time projection chamber with an integrated photon detector system, all
situated inside a membrane cryostat. The detector took cosmic-ray data for six weeks during the
period of February 1, 2016 to March 12, 2016. The performance of the photon detection system was
checked with these data. An installed photon detector was demonstrated to measure the arrival times
of cosmic-ray muons with a resolution better than 32 ns, limited by the timing of the trigger system.
A measurement of the timing resolution using closely-spaced calibration pulses yielded a resolution
of 15 ns for pulses at a level of 6 photo-electrons. Scintillation light from cosmic-ray muons was
observed to be attenuated with increasing distance with a characteristic length of 155 ± 28 cm.
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1 Introduction
The Deep Underground Neutrino Experiment (DUNE) is a dual-site experiment with an international
collaboration that will study neutrino oscillation physics, have the ability to observe neutrinos from
core-collapse supernovae within our galaxy, study atmospheric and solar neutrinos, and search for
nucleon decay. A beam of neutrinos with 2.5 GeV mean energy will be produced by the Long-
Baseline Neutrino Facility (LBNF) at the Fermi National Accelerator Laboratory (Fermilab). It will
be aimed through the Earth’s crust toward a 40 kiloton (kt) fiducial mass Liquid Argon Time Projection
Chamber (LArTPC) far detector composed of four 10 kt modules situated 1300 km away from the
source. This far detector will be located in the Sanford Underground Research Facility in Lead,
South Dakota. The neutrino beam produced at Fermilab will consist almost entirely of νµ. A near
detector situated 574 m from the target will characterize the neutrino beam. The far detector (FD) will
measure νµ disappearance and νe appearance [1]. The sheer size of the far detector presents multiple
engineering challenges: the large cryostat must be cost-effective and maintain the required liquid
argon purity, the readout wire planes must be made out of modular components, readout electronics
must be chosen that can operate at liquid argon temperatures to minimize noise, and photon detectors
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must operate in the dedicated field-free regions available in the interior of the detector. In order to
prototype and test the necessary technologies and solutions, the DUNE 35-ton prototype detector was
constructed and operated at Fermilab.
The DUNE LArTPCs will operate with electron drift times on the order of milliseconds. An
independent system is therefore required to provide measurements of the time of interaction, t0,
with resolution equal to or better than 1 µs especially for non-beam interactions such as supernova
neutrino scatters, nucleon decay candidates, as well as atmospheric and solar neutrinos interactions [2].
Scintillation light is produced within a few microseconds of the interaction [3] and travels much more
quickly than the electrons can drift, so a photon detection system can meet the t0 requirement.
The DUNE 35-ton prototype detector was a single-phase LArTPC with an integrated photon
detector system built to investigate the DUNE far detector design and components [2]. The experiment
was operated in two configurations. The first configuration operated between December 20, 2013 and
February 15, 2014, and had neither a time projection chamber (TPC) nor photon detectors (PD) [4]. It
used dedicated internal purity monitors [5] to measure the LAr purity achievable with a non-evacuated
membrane cryostat, a design envisaged for the DUNE FD. The cryostat and cryogenic purification
system achieved a drift electron lifetime between 2.5 and 3.0 ms, as measured by the purity monitors,
which implied an equivalent O2 contamination level of less than 100 ppt. This meets the requirement
for LAr purity needed for the DUNE FD [1]. The second configuration, which collected data between
February 1, 2016 and March 12, 2016, included a TPC with fully integrated photon detectors. Cosmic
rays provided the signals needed to characterize the detector performance because the 35-ton prototype
is not in a beamline. The second configuration’s main data-taking period ended when a leak allowed
air to contaminate the LAr. Although subsequent data lacked scintillation light, a useful calibration
dataset was obtained via the UV light-based calibration system.
This paper presents a description of the 35-ton prototype detector and the operation of its photon
detector system, as well as measurements of the timing performance of the prototype photon detectors
and a measurement of the dependence of the strength of scintillation light with the distance between
the originating track and the anode plane.
2 The 35-ton prototype detector
The 35-ton prototype apparatus was located onsite at Fermilab. It comprised several subsystems, each
of which is described below. The full apparatus is depicted in Figure 1.
2.1 Membrane cryostat
The membrane cryostat was made up of a corrugated stainless steel membrane surrounded by multiple
layers of insulation and a reinforced concrete structure. The thickness of the insulation was about
0.4 m. The cryostat had inner dimensions of 4.0 m long, 2.7 m wide and 2.7 m high, for a total
volume of about 30 m3. The membrane cryostat was designed by the IHI corporation and constructed
at Fermilab under IHI supervision [4].
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Figure 1: Drawing of the 35-ton prototype detector, showing positions of Cosmic Ray Counters
(CRCs), Photon Detectors, APAs, CPAs and drift volumes. The length of "Long Drift" region
is 2.258m and that of the "Short drift" region is 0.302m. The APA and CPA planes were each
approximately 2 m tall by 1.5 m wide. CRCs are also present on the near and far walls, which are not
shown in the drawing.
2.2 External trigger system
The external walls of the cryostat were instrumented with 44 pairs of plastic scintillation counters to
detect cosmic-ray muons entering and passing through the LAr volume. These muon counters were
developed by the CDF Collaboration and they were used during the Tevatron collider run [6] before
being installed on the 35-ton protoype. The positions of the muon counters are shown in Figure 1.
In order to record data from throughgoing muons, coincidences between signals from pairs of muon
counters on opposite walls of the cryostat were used to trigger detector readout.
Trigger decisions were made by the Penn Trigger Board (PTB), which was designed and built
specifically for DUNE prototypes. The PTB was equipped with a MicroZed with a Zynq-7Z020
System on Chip (SoC) [7], gigabit Ethernet, 115 I/O ports, one GB of DDR3 RAM and a 33.33 MHz
oscillator. It received signals from the muon counters and generated triggers that were sent to the
TPC and photon detector readout electronics, described below. The PTB also could generate triggers
internally, both random and periodic. A triggered readout of the detector is called an “event” in this
paper. The PTB provided detailed information on the input trigger signals and counter hit times to the
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data acquisition (DAQ) system for inclusion in the event data, to be used by the oﬄine analysis.
2.3 Time projection chamber
The TPC inside the LAr-filled cryostat consisted of an anode plane and two cathode planes, one on
either side of the anode plane. The anode plane contained four double-sided, modular Anode Plane
Assemblies (APAs), and the cathode planes each contained one Cathode Plane Assembly (CPA). This
arrangement formed two drift volumes, one between each cathode plane and the anode plane. High-
energy particles passing through the LAr ionized argon atoms along their path, releasing electrons
which drifted towards the APAs in the electric fields (with a strength of 250 V/cm during 35-ton
prototype running) maintained between the CPAs and APAs. The APAs had induction wires wrapped
around them and vertical collection wires strung across them. When the drifting electrons reached the
four APAs, they induced signals on the induction wires before being collected by the vertical collection
wires. The induction and collection wire signals were read out by electronics mounted inside the LAr
volume and were used to reconstruct the three-dimensional paths of the particles in the drift volumes.
The APAs also contained central gaps in which the photon detectors were installed, as described below.
The TPC design and operation is described in greater detail here[8].
2.4 Photon detector system
The photon detector system consisted of a collection of photon detectors located inside the APAs, the
SiPM Signal Processors (SSPs) used to read out and process the signals from the photon detectors and
the calibration system that produced and diffused ultraviolet (UV) light inside the cryostat to monitor
the capabilities of the photon detectors.
Figure 2: Example schematic photon detector panel design, showing the light-guide bar and the
SiPMs of the IU or LBNL designs. The light-guide bar has dimensions of 50.8 cm × 2.54 cm ×
0.6 cm.
2.4.1 Photon detector designs
The 35-ton prototype detector contained eight separate photon detectors installed within the APAs.
The photon detectors were constrained in their geometry to fit inside the APAs. The detectors shifted
128 nm scintillation light into the visible range using Tetraphenyl-butadiene (TPB). The shifted light
traveled in light guides to silicon photomultipliers (SiPMs) mounted on one or both ends of each
detector. Figure 2 shows an example photon detector design, and the photon detector positions are
shown in Figure 3.
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Figure 3: Photon detector positions.
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At the time of the APA construction, several different implementations of this general design were
under consideration and were constructed for use in the 35-ton. However, by the time of operation,
some of these designs were considered obsolete, and others had already been tested in standalone
systems. For the 35-ton prototype, the emphasis was on testing the PD system as a whole. Separate
measurements of the performance of the different designs were not performed.
Photon detectors 1, 3, 5 and 7 were assembled at Indiana University (IU) and used a light guide
consisting of four acrylic bars produced by IU and MIT. Each bar was attached to three SiPMs, for a
total of 12 SiPMs per detector unit. Two light guides were coated with TPB by dipping with a solution
of TPB dissolved in dichloromethane at 0.6% by weight [9]; other light guide bars were doped, dip-
coated, or flash-heated with either TPB or bis-MSB as described in [11]. The light guides converted
scintillation light entering them into photons of visible blue light with wavelength of approximately
430 nm; total internal reflection caught a portion of the converted photons and conveyed them to the
three SensL C-series SiPMs [10] on the readout end.
Photon detectors 0, 4 and 6 were developed by Colorado State University (CSU). All 3 of the
CSU detectors used an array of 32 custom 3 mm square TPB-doped wavelength-shifting (WLS) fibers
grouped such that 4 fibers were directed onto the face of a 6 mm square SiPM. An additional detector
was populated with polystyrene bars provided by Lawrence Berkeley National Laboratory and doped
with TPB. Due to a cabling error in installation, photon detector 4’s readout was not connected; no
data were acquired from it during the run.
Photon detector 2 was developed by Louisiana State University and used a TPB-coated acrylic
light guide with three S-shaped WLS fibers embedded within it. The TPB converted the scintillation
blue light with wavelength approximately 430 nm, a fraction of which was captured either directly
or after reflections off of the internal surfaces of the acrylic fibers, which shifted the light to 490 nm
(green) photons. The fibers guided the green photons to both ends of the detector, where they were
read out by SensL B-series SiPMs [12], one on each end. Since only two SiPMs were required, this
design had significantly fewer electronic channels compared to the other designs.
2.4.2 Photon detector readout
Each photon detector’s SiPMs were read out by rack-mounted SSP modules, which were designed
and constructed by Argonne National Laboratory (ANL). Each SiPM corresponded to one readout
channel. The photon detector system made use of seven SSPs in total, connected to the 66 active
photon detector channels from all photon detectors except the inactive photon detector 4. There were
no photon detector system front-end electronics in the LAr cold volume. The unamplified signals
from the SiPMs were transmitted directly outside the cryostat for processing and digitization, with
the advantage that the infrastructure required inside the cryostat was reduced (power, data cables,
precision clocks, amplifiers and digitizers). The SSPs received the waveform output from the SiPMs
as analog voltages over 20 m long cables. Each SSP included a separate power supply for each channel
to provide up to 30 V of bias, controllable in 4096 steps of 7.324 mV, to each SiPM. The module
also featured front-end charge injection for performing diagnostics, linearity monitoring and voltage
monitoring. A picture of the module is shown in Figure 4.
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Figure 4: A photograph of a SiPM signal processor (SSP).
Each SSP channel contained a fully differential voltage amplifier and a 14-bit, 150 megasamples
per second Analog-to-Digital Converter (ADC) that digitized the waveforms received from the SiPMs.
In 35-ton running the ADC was run at 128 megasmples per second in order to match the timing of
the NOvA system described below. The front-end amplifier was configured as fully differential with
common-mode rejection and received the SiPM signals into a termination resistor that matched the
characteristic impedance of the signal cable. The processing was pipelined and performed by a Xilinx
Artix-7 Field-Programmable Gate Array (FPGA) [13]. The digitized data were stored in pipelines
in the SSP for up to 2048 samples. The Artix-7 processed the digitized data from each channel
with a leading edge discriminator to detect pulses. In the standard mode of operation the module
performed waveform capture using either an external or an internal trigger. In the latter case, the
module self-triggered on a waveform above a predetermined threshold. Because the Artix-7 FPGA
was programmable and accessible, it was possible to explore different data processing algorithms and
techniques. In order for pulses measured in the photon detector to be matched with corresponding
readouts of the TPC, the front-end electronics attached a global timestamp from the NOvA timing
system [14] to the data as it was acquired through the SSPs and the TPC electronics. Quantities from
the processed waveforms such as the external timestamp, the peak sum, the baseline sum and the
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integrated sum were also output in headers.
A Xilinx Zynq FPGA, onboard the MicroZed SoC, handled the slow control (for monitoring and
setting parameters) and data transfer. The SSP had two communication interfaces: USB 2.0 and
10/100/1000 Ethernet. The 1 Gb/s Ethernet supported full TCP/IP protocol and was used to ship the
data off the module.
2.4.3 UV light-based calibration system
The photon detector’s calibration system was developed by ANL to verify photon detector dynamic
range, SiPM gains and the timing resolution, as well as to evaluate multiple photon detectors’ relative
efficiencies and to monitor the stability and response of the entire photon detector system as a function
of time. It used a set of light-emitting diodes (LEDs) that emitted UV light at a wavelength of 280 nm.
Light pulses were generated by a rack-mounted Light Calibration Module (LCM) that contained a set
of five LEDs and driver circuitry which utilized an SSP motherboard for control and communication
with the trigger and timing systems. The LCM operated outside of the liquid argon cryostat in a
NIM crate alongside the SSPs. Each UV LED in the LCM was coupled to a quartz fiber-optic cable,
which transmitted light via an optical feedthrough into the cryostat and the detector volume. Each
fiber terminated in a diffuser mounted on the CPA in the long drift volume. The locations of the five
diffusers are shown in Figure 5. This arrangement improved the uniformity of the illumination of the
APA. Because the TPB of the photon detectors shifted the wavelength of the 280 nm light similarly to
that of the 128 nm LAr scintillation light[15], the detector response should be similar.
The calibration system was tested by running the LCM to produce flashes of UV light in the
detector volume and provide a trigger to read out the photon detectors and record the response to
the light. Special calibration data sets were collected with this setup. The pulse width and the pulse
amplitude were varied while flashing only the central diffuser; the other diffusers were also flashed in
isolationwith constant pulsewidth and amplitude to test the relative response of the system. Aside from
verifying photon detector gains and dynamic range, the calibration system was used in double-pulse
modes to measure the timing resolution of the detector, shown in Figure 6b.
3 Photon detector data handling
The SSP readout could be configured to read out data either upon receiving an external trigger or by
self-triggering on the measured waveforms when the amplitude exceeded a threshold defined for each
channel. The readout modes could operate together, as well. The SSP output included headers, which
contained summary information such as the integrated sum, the peak sum and the baseline sum of the
waveform computed by the SSP’s on-board signal processing, as well as the full waveform vectors.
Both the externally-triggeredmode and the self-triggeredmodewere employed during data taking.
Photon detector data was only written to disk if there was a coincident external trigger, if coincident
TPC data was present, or if multiple SSPs had coincident self-triggered waveforms. In the externally-
triggered mode, waveforms with the maximum allowed 2048 samples (a time of about 15.5 µs) were
saved when triggers from the muon counters were received. Timing offsets between the muon counters
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Figure 5: Diffusers (top left-hand figure), which are mounted at five locations shown with arrows
(right-hand figure) on the CPA, emit UV light brought in from the LCM via quartz fibers (lower
left-hand figure).
and individual SSPs were found to vary within a small number of PTB ticks (32 ns). In the self-
triggered mode, the total data rate from the photon detectors needed to be reduced to avoid saturating
the maximum data flow capabilities of the DAQ system. Shorter waveforms with 700 samples (about
5 µs) were saved, and an additional filtering software module was added to the DAQ system. The
primary contributors to the data rate were radiological contaminants and noise, which could produce
signals multiple photo-electrons (PEs) in size, but localized to a single photon detector. The rate
could thus be significantly reduced by requiring coincidences in multiple photon detectors. Because
all of the channels for each photon detector were read out by a single SSP, this could be achieved by
requiring coincident hits in multiple SSPs. Even with these mitigations, high noise in the integrated
system required the photon detector readout threshold to be set to at least 2.3 PE.
4 Photon detector performance
The performance of the prototype photon detector system was studied using two datasets: cosmic-ray
muons penetrating the detector from the atmosphere and UV light pulses from the calibration system
mounted inside the cryostat. Both datasets were used to study timing resolution, and the cosmic-ray
dataset was used to measure the photon detector response vs. position in the detector.
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4.1 Optical hit finding
The first step in the oﬄine analysis of these data was the creation of "optical hits", which were
found by identifying peaks in the recorded waveforms. An example waveform is shown in Figure 7a.
Information stored for each hit included the time, the width, the area and the amplitude. In order to
find optical hits, the waveform was first processed by a pedestal-finding algorithm, which used the
levels before and after the pulse (itself identified by a rapid rise in amplitude of the pulse) to calculate
the pedestal.
The optical-hit-finder algorithm first subtracted this pedestal from each sample of the waveform.
Then it looped through all of the samples in the waveform and searched for a value that exceeds a
"primary" threshold. Once found, the algorithm defined a region of interest around that peak as the
range during which the ADC values exceed a "secondary" threshold. The primary and secondary
thresholds were fixed parameters. If the width of the region of interest was sufficiently wide, the
optical hit was created and assigned the time of the peak value sample within the hit.
4.2 Timing resolution measurement
In order to measure the timing resolution of the photon detector system with respect to the muon
counters, the time difference (∆tµ) between the reconstructed optical hit times from the photon
detectors and the trigger time constructed by the PTB from the coincidence of two muon counter
signals was computed. All runs containing photon detector data externally triggered by the muon
counters as our data sample were used. To exclude the large noise present in the data, only hits with a
peak of greater than an ADC count of about 100 above pedestal, corresponding to approximately 5.2
PE, were used. Looking at ∆tµ for photon detector 3 (chosen for having the most consistent time offset
between the photon detector and muon systems over the full run), a narrow peak of width < 100 ns was
apparent. In single runs, all times showed up within a single bin, indicating that the time resolution of
the photon detector is better than the PTB tick length of 31.25 ns. This establishes that the resolution
surpasses the requirement for DUNE; by comparison the readout for the TPC is digitized with a period
of typically 500 ns.
To further quantify the photon detectors’ timing resolution, a second measurement using the in
situ calibration system was performed. Data were taken after the primary data run with the TPC
powered down and with a high level of nitrogen present in the LAr, which effectively extinguished any
scintillation light. Figure 7b displays the pulse amplitudes of a typical SSP channel. Distinct peaks
show a clear separation corresponding to different numbers of PE. Assuming linearity, SiPM gain was
found to be approximately 18 ADC counts per single PE. With all the SiPMs operated at the same
bias voltage the gain had a variance of about 5% among the channels. Calibration data were collected
in the self-triggering mode and the hit-finding thresholds used in the standard analysis were ignored;
instead, a threshold of 80 ADC counts above pedestal (approximately 4.5 PE) was applied. In our
timing resolution studies, pulses were required to have NPE ≥ 6.
For these runs, the LCM was configured to emit two pulses of the same duration, the second of
which was emitted with a well-defined time delay relative to the first. An example of two readout
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waveforms taken in this double-pulse mode is shown in Figure 6a. In this example, both pulses were
3.9 ns long and the time difference between emitted pulses was 1172 ns.
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Figure 6: (a) Typical example of double-pulse pairs emitted by calibration system and observed by
photon detectors. The blue and pink curves are waveforms from two representative channels. (b)
Timing resolution of the photon detector system measured with the σ∆tC of the distribution of double-
pulse time difference pairs of calibration pulses as a function of light intensity (in PE). Horizontal
error bars are from counting statistics on the mean number of PE due to different channel efficiencies;
vertical error bars are uncertainties in observed time resolution.
– 12 –
s)µt (
3680 3681 3682 3683 3684 3685
AD
C 
co
un
ts
1350
1400
1450
(a)
Pulse Amplitude [ADC]
50 100 150 200
Ev
en
ts
0
100
200
300
400
Pulse Amplitude
PE
3 4 5 6 7 8 9 10 11 12
(b)
Figure 7: (a) Waveform from a photon detector showing a clear optical hit approximately 4 PE in size.
This waveform was externally-triggered by the muon system to collect 700 samples (about 5.4 µs in
length each).
(b) PE distribution from a typical photon detector readout channel.
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For each SiPMchannel a fewhundred double-pulse eventswere collected. Then the time difference
∆tC = t2 − t1 between two pulses was measured as a function of the number of PE observed at a given
SiPM. For this study, the pulse time was taken as the time at two thirds of the maximum pulse height
at the leading edges of the first and second pulses. For each SiPM channel, the mean number of PE,
〈NPE〉, and the resolution (standard deviation) of ∆tC = t2 − t1, called σ∆tC was calculated. Figure 6b
shows σ∆tC as a function of 〈NPE〉 for the 46 channels that were used for this study. Twenty channels
were excluded due to high noise or other problems. The time resolution was approximately 4 ns for
50 PE pulses and worsened to approximately 15 ns for 6 PE pulses. This resolution is better than the
global timing resolution found with muons tagged by the external triggers in Section 4.2 because the
photon detector system has a faster internal clock than the PTB.
4.3 Photon detector response vs. position
The amplitude of the observed light as a function of the distance between the track producing it and the
anode plane was also studied in order to quantify the attenuation of scintillation light due to scattering,
absorption, and geometrical effects in the 35-ton prototype detector. From the full data set of externally
triggered events, events with muons that triggered one of the seven pairs of counters located directly
opposite each other on the cryostat walls were selected. These are tracks that are traveling roughly
parallel to the z-axis of Figure 1 at varying x positions. Events were required to have no more than
the two triggers from the muon counter pairs. The reconstructed optical hits were required to have an
amplitude above a threshold of 100 ADC counts (approximately 5.2 PE) and were required to not be
from one of the 10 noisy optical channels.
For each event that triggered a pair of muon counters, all reconstructed amplitudes of optical hits
were summed; if no optical hit was present, the summed amplitude was set to zero. The summed
amplitudes over all of the events with triggers were averaged, yielding an average measured light yield
per event. Figure 8 shows the measured averages along with an exponential fit. The characteristic
length in this fit is 155 ± 28 cm (statistical error only). This length includes geometrical effects,
scattering, absorption on the field cage and CPA walls, as well as absorption in the liquid argon. No
attempt has been made to measure the impacts of these effects separately.
5 Conclusion
The data run of the 35-ton prototype detector demonstrated the use of the DUNE photon detector
designs integrated into a LArTPC detector. Based on a data sample of all runs externally triggered by
the muon counters containing photon detector data, the timing resolution was found to be better than
32 ns with measured muons for a single photon detector. The calibration systemwith UV diffusers was
also tested and used in specialized runs such as the timing resolution measurement. A time resolution
of 15 ns was found for pulses at a level of 6 PE from double-pulse calibration measurements. The
photon detector system therefore exceeds the timing resolution requirements of the DUNE far detector,
demonstrating a timing resolution significantly better than 1 µs. A characteristic attenuation length for
scintillation light of 155±28 cm (statistical error only) was found based on a sample of through-going
muons as tagged by the external muon counters.
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where A is avg. amplitude, λ is the characteristic length, x is distance of the tracks from PDs and C is
a normalization constant. Error bars are statistical errors on mean hit amplitudes per bin.
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